NELAP Quality Systems Checklist

Chemistry On-site


Date:


Assessor:

Organization Name:

Analytical Grouping:Pesticides

Methods: 505

Person(s) Interviewed:

Records Reviewed:

	Category
	Comments

	Blank
	

	Confirmation
	

	Continuing Calibration
	CCV Limit: ± 20%, beginning & end of run and every 8 hours of operation, and ICAL check
Aroclors?

	Data Analysis
	Endrin breakdown check - <20%


	Data Review
	

	Demonstration of Capability
9.3.2
	IDOC:  ±30%, RSD <20%
CDOC: ±30%, RSD <20%

	Duplicates
	

	Equipment
	

	Facilities
	

	Glassware
	

	Initial Calibration
	Minimum # of Cal Points: 3,recommend 5
RSD Limit: 20% (for avg), r/r2 limit: ≥ 0.990
ICV Limit: ± 20%
Aroclors

	LCS
9.3.2, 9.7.2
	Limit: ± 30%, RPD 20%
Aroclors?

	LOD/LOQ
	LODV: 1-4x LOD
LOQV: 1-2x LOQ



	Marginal Exceedences
	

	Matrix Spike
	Limit: ±35%

	Method Validation
	

	Non-Standard Methods
	

	Personnel
	

	Proficiency Testing
	

	QC
	

	Reagents & Media
	

	Records
	

	Records-Electronic
	

	Records-Raw Data
	

	Sample Receiving
	1L sample volume. Add 80mg Na2S2O3 per 1L of sample.  Refrigerate at 4°C.

	Samples
	Extraction Hold Time: 7 days (for heptachlor, 14 days without heptachlor)
Analytical  Hold Time: 14 days
40 ml bottles – and 3 mg Na2SO# or 75 uL to MT bottle
Re=calibrate tp 35mls, or weigh full and MT

	Selectivity
	

	SOP
	

	Support Equipment
	

	Surrogates
	± 30%
ISTD: Optional - 70-130% from ICAL, 85-115% from CCV

	Traceability
	

	Work Cell
	

	Additional Comments:
Extraction – add NaCl and hexane, shake, sit for 1 minute
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